Pump outflow graft puncture in a patient with a HeartMate II ventricular assist device.
A 73-year-old patient supported by a HeartMate II ventricular assist device (VAD) (Thoratec Corp, Pleasanton, CA) experienced erosion of the outflow graft caused by the disconnection of the bend relief. He underwent successful surgical repair.